Loosening and femoral neck resorption 5 years after CAD hip replacement.
In a radiographic study of 86 primary CAD hip replacements with a minimum of 5 years' observation time, implant loosening was found in 11 and femoral neck resorption with the collar of the femoral prosthesis unsupported by bone in 61 other hips.